What was known before {#section21-2054358119892695}
=====================

Peritoneal dialysis patients are at increased risk to develop dialysate leaks and hernias that are thought to be at least partially due to an increase in intra-abdominal pressure (IAP) secondary to dialysate. Although there are methods to measure IAP, they are not readily applied in an outpatient setting for clinical or research purposes.

What this adds {#section22-2054358119892695}
==============

As assessed in our study, the small handheld Stryker intracompartmental pressure monitor did not provide reliable estimates of IAP when compared with the insufflator during peritoneal dialysis catheter insertion surgery.

Background {#section23-2054358119892695}
==========

Peritoneal dialysis (PD) patients are at increased risk of developing mechanical complications, such as dialysate leaks and hernias that may be related to an increase in intra-abdominal pressure (IAP) secondary to dialysate. Once a PD patient develops one of these complications, they may require a change in their dialysis prescription that could lead to under-dialysis or be required to switch to hemodialysis. For this reason, some physicians advise PD patients to refrain from any strenuous activity that may increase IAP, including resistance exercise.^[@bibr1-2054358119892695]^ To more fully understand the importance of IAP in PD patients, an accurate and easy method of measuring IAP that could be applied in the home dialysis unit would be useful clinically and for research.

Methods to measure IAP have been developed to monitor for the development of intra-abdominal compartment syndrome.^[@bibr2-2054358119892695]^ Patients at high risk of development of the syndrome have IAP measurements done approximately every 8 hours via a Foley catheter. This technique was originally described in 1989 in which IAP was assessed directly via paracentesis or through a Jackson-Pratt drain and compared with values obtained via the Foley catheter.^[@bibr3-2054358119892695]^ Both systems were connected to a monitor via arterial tubing with transducers zeroed at the level of the pubis. The 2 methods of IAP measurement were highly correlated (*r* = .91). Two other groups of investigators have compared direct IAP measurements to those obtained from the insufflator during surgery.^[@bibr4-2054358119892695],[@bibr5-2054358119892695]^ Similar to the study above, in the first study, the comparator was a round polyvinyl chloride drain connected to an arterial blood pressure set. The correlation between the 2 measurements was excellent (*r* = .97).^[@bibr4-2054358119892695]^ In the second study, direct IAP measurement was with the Stryker intracompartmental (STIC) pressure monitor which had been developed for diagnosing and managing muscle compartment syndrome.^[@bibr5-2054358119892695]^ The pressure measurements obtained by the STIC monitor and the insufflator correlated very well with a mean difference of 0.04 ± 3.8 mm Hg between the 2 techniques.

Very few studies report IAP measurements in patients treated with PD. Twardowski and colleagues assessed IAP using a central venous pressure monometer connected to an outflow line.^[@bibr6-2054358119892695],[@bibr7-2054358119892695]^ They later modified their technique to include continuous monitoring with a pressure transducer connected to the PD catheter.^[@bibr7-2054358119892695]^ To our knowledge, given the equipment required, IAP is not being routinely measured in any PD program.

The STIC monitor is a simple to use, handheld, portable device that would make it ideal for a measuring IAP in a large number of PD patients in diverse research/clinical environments. Therefore, the objective of this study was to determine whether the Stryker monitor could serve as an easy and reliable method of measuring IAP in PD patients.

Methods {#section24-2054358119892695}
=======

Study Design {#section25-2054358119892695}
------------

We conducted a pilot study to assess the feasibility and accuracy of using the Stryker monitor to measure IAP. The study was conducted according to a prespecified protocol that was approved by the Ottawa Health Science Network Research Ethics Board (20160377-01H; Ottawa, Ontario, Canada).

Patients {#section26-2054358119892695}
--------

All adult (\>18 years old) English- or French-speaking patients with chronic kidney disease (CKD) who were referred for assessment at The Ottawa Hospital body access clinic for standard position PD catheter insertion were approached to determine willingness to participate in the study. For logistical reasons, patients who underwent urgent laparoscopic PD catheter insertion (during hospital admission) were excluded.

After providing informed consent, patient demographic information including age, sex, height, weight, medical comorbidities, presurgery dialysis status, and cause of CKD was collected at the time of surgery. Body mass index and Charlson comorbidity index were calculated.

IAP Measurement {#section27-2054358119892695}
---------------

Standard cannulation of the abdomen by the surgeon was undertaken followed by insufflation, insertion of trocars, and placement of the PD catheter. The superficial cuff and the remainder of the PD catheter were tunneled under the subcutaneous tissue with an exit site in the right or left lower quadrant, flushed, and then connected to a transfer set. The PD transfer set was connected to the sterile fluid path of the STIC pressure monitor system via extension tubing without using the intervening needle. With the patient at end-expiration, the pressure measured from the PD catheter at the level of the umbilicus in the midaxillary line was compared with the insufflator at 15, 10, and 5 mm Hg as these pressures were felt to be safe in the context of abdominal surgery.

Sample Size and Statistical Analysis {#section28-2054358119892695}
------------------------------------

A sample size of 12 was expected to give a 95% confidence interval of \~1 standard deviation for the Bland-Altman method. Bland-Altman plots were constructed and considered acceptable if the mean difference between the readings was 5 mm Hg and 95% of the points fell within 2 standard deviations of the mean difference. Based on previous literature, intraclass correlation coefficients (ICCs) were calculated and considered moderate if reliability values were 0.5 to 0.75, good if 0.75 to 0.9, and excellent if greater than 0.9.^[@bibr8-2054358119892695]^ All analysis was completed with Stata version 15.1 (College Station, TX).

Results {#section29-2054358119892695}
=======

Subjects {#section30-2054358119892695}
--------

A total of 43 patients attended the body access clinic during study recruitment and were screened for participation; 2 patients were too unwell to approach and 1 patient had a language barrier. A further 8 participants declined to participate ([Figure 1](#fig1-2054358119892695){ref-type="fig"}). Of the 32 patients who consented to the study, measurements were obtained for 12 participants ([Figure 1](#fig1-2054358119892695){ref-type="fig"}). One investigator (T.T.) had scheduling conflicts such that 11 patients had surgery when she was unavailable, 2 patients' surgeries were canceled, 1 surgery was put on hold, and 2 patients were scheduled for surgery following study completion. One patient decided to do hemodialysis instead of PD, 1 patient died before surgery, and 1 patient withdrew consent. Battery problems (N = 1) and zeroing errors with the STIC monitor (N = 2) resulted in useful measurements in 10 patients.

![Study flow.](10.1177_2054358119892695-fig1){#fig1-2054358119892695}

The average age of the included patients was 53 ± 15 years. Participants included 9 men and 3 women with an average height, weight, and body mass index of 1.67 ± 0.08 m, 81.0 ± 13.0 kg, and 28.8 ± 3.9 kg/m^2^, respectively. The cause of CKD in the patients included IgA nephropathy (4), diabetes (4), polycystic kidney disease (3), and amyloidosis (1) ([Table 1](#table1-2054358119892695){ref-type="table"}). Three of the patients had end-stage kidney disease and were being treated with hemodialysis. The average Charlson comorbidity score was 3.5 ± 2.0.

###### 

Participant Characteristics.

![](10.1177_2054358119892695-table1)

  ID   Age   Sex   Height, m   Weight, kg   Body mass index   Comorbidities      Charlson comorbidity score   Dialysis presurgery   Cause of CKD
  ---- ----- ----- ----------- ------------ ----------------- ------------------ ---------------------------- --------------------- --------------
  1    48    M     1.73        96.0         32.0              12                 2                            Y                     6
  2    43    M     1.75        83.9         27.4              9, 12              3                            N                     6
  3    33    F     1.65        90.7         33.3              12                 2                            N                     4
  4    74    M     1.68        83.0         29.4              1, 12, 13          5                            N                     1
  5    66    M     1.70        88.9         30.8              1, 2, 3, 13        5                            N                     1
  6    67    M     1.68        73.9         26.2              12, 17             5                            Y                     7
  7    34    F     1.55        62.1         25.9              12                 2                            N                     6
  8    43    M     1.69        70.0         24.5              12                 2                            N                     6
  9    46    F     1.53        78.5         33.5              12, 13             4                            N                     1
  10   75    M     1.68        94.3         33.4              1, 3, 12, 13, 14   8                            N                     1
  11   58    M     1.60        55.3         21.6              12                 2                            Y                     4
  12   53    M     1.85        95.7         28.0              12                 2                            N                     4

*Note.* CKD = chronic kidney disease; TIA = transient ischemic attack; PCKD = polycystic kidney disease. *Comorbidities/Charlson comorbidity scoring*: (1 point) 1 = Myocardial infarction, 2 = congestive heart failure, 3 = peripheral vascular disease, 4 = cerebrovascular disease (includes TIA), 5 = dementia, 6 = chronic obstructive pulmonary disease, 7 = connective tissue disease, 8 = peptic ulcer disease, 9 = mild liver disease, 10 = diabetes without end organ damage (2 points), 11 = hemiplegia, 12 = moderate or severe renal disease, 13 = diabetes with end organ damage, 14 = tumor without metastasis (excluded if \>5 years), 15 = leukemia, 16 = lymphoma (3 points), 17 = moderate or severe liver disease (6 points), 18 = metastatic liver disease, 19 = AIDS; *cause of chronic renal disease*: 1 = diabetes mellitus, 2 = ischemic nephropathy, 3 = glomerulonephritis, 4 = PCKD, 5 = obstruction, 6 = other.

IAP Measurement {#section31-2054358119892695}
---------------

The average difference and standard deviation between the 2 measurements was −0.5 (2.0), −0.2 (3.1), and −1.2 (2.6) at 15, 10, and 5 mm Hg, respectively. The corresponding 95% limits of agreement for the Bland-Altman plots were 7.9 at 15 mm Hg, 12.2 at 10.0 mm Hg, and 10.3 at 5 mm Hg. The ICCs for reliability of the individual measurements were 0.634 at 15 mm Hg, 0.015 at 10 mm Hg, and 0.212 and at 5 mm Hg ([Tables 2](#table2-2054358119892695){ref-type="table"} and [3](#table3-2054358119892695){ref-type="table"}).

###### 

Intra-abdominal Pressure Measurements (Insufflator vs Stryker Intracompartmental Monitor).

![](10.1177_2054358119892695-table2)

  ID                                                         Insufflator pressure (15)   Stryker pressure (15)   Insufflator pressure (10)   Stryker pressure (10)   Insufflator pressure (5)   Stryker pressure (5)
  ---------------------------------------------------------- --------------------------- ----------------------- --------------------------- ----------------------- -------------------------- ----------------------
  1                                                          6                           5                       11                          9                       14                         14
  2^[a](#table-fn2-2054358119892695){ref-type="table-fn"}^   15                          24                      12                          20                      7                          16
  3                                                          16                          15                      12                          11                      6                          7
  4                                                          16                          18                      13                          15                      8                          11
  5                                                          15                          13                      12                          9                       7                          7
  6                                                          19                          21                      13                          15                      8                          11
  7                                                          14                          14                      11                          12                      6                          7
  8^[a](#table-fn2-2054358119892695){ref-type="table-fn"}^   14                          11                      10                          5                       5                          2
  9                                                          17                          19                      10                          12                      5                          9
  10                                                         15                          17                      10                          13                      5                          6
  11                                                         15                          18                      10                          14                      5                          10
  12                                                         15                          12                      12                          6                       6                          3

Zeroing error.

###### 

Intraclass Correlation Coefficients for Reliability of the Individual Measurements.

![](10.1177_2054358119892695-table3)

  Pressure   Intraclass correlation coefficients (n = 10)   Intraclass correlation coefficients (n = 12)^[a](#table-fn3-2054358119892695){ref-type="table-fn"}^
  ---------- ---------------------------------------------- -----------------------------------------------------------------------------------------------------
  15         .634                                           .367
  10         .015                                           .156
  5          .212                                           .230

Statistics with the 2 measurements obtained with zeroing errors included.

Discussion {#section32-2054358119892695}
==========

In our study, we compared the IAP readings obtained from the insufflator during surgery to those obtained by the small handheld STIC pressure monitor. The ICC was moderate at the highest test pressure (15 mm Hg) but poor at 10 and 5 mm Hg suggesting that the STIC pressures were not a reliable estimate of the insufflator pressures.

Patients undergoing PD are at risk of developing complications including dialysate fluid leaks, especially around the site of the PD catheter, and/or hernias that may require surgical correction with a temporary or permanent switch to hemodialysis. Most of the hernias develop early after the initiation of the PD catheter raising the possibility of preexisting abdominal wall defects that become obvious with the increase in IAP associated with adding dialysate to the abdomen.^[@bibr9-2054358119892695],[@bibr10-2054358119892695]^ A study by Castellanos et al suggested that patients with an IAP ≥20 cm H~2~O had more hernias (35% vs 17%) and leakages (21% vs 8%); however, the results were not statistically significant.^[@bibr11-2054358119892695]^ In another study of 142 patients treated with PD more than 5 years, 53 patients developed either a leak or hernia.^[@bibr12-2054358119892695]^ The only independent risk factors for peri-catheter leak and hernias were higher body mass index and polycystic kidney disease, respectively. Higher dialysate volume was not associated with hernias; activities such as lifting that might be associated with an increase in IAP were not assessed. Therefore, although these complications are thought to be related to the increased IAP associated with PD, the evidence remains limited. Despite this, some physicians advise patients not to engage in activities that might increase their IAP such as resistance training which may have potential benefits.^[@bibr1-2054358119892695]^ To clarify this issue, the development of an easy, safe, and accurate method of measuring IAP would facilitate future studies of mechanical complications.

Measuring IAP may also have other benefits in the PD patient population such as determining whether there is any impact on ultrafiltration rates, cardiac filling pressures, or feelings of fullness.^[@bibr13-2054358119892695][@bibr14-2054358119892695]-[@bibr15-2054358119892695]^ Furthermore, having an easy-to-use method to measure IAP at the bedside might allow for the use of pressure as a therapeutic guide to the PD prescription, as opposed to volume. This might have particular relevance in children.

Despite these potential benefits and the ease of use of the STIC pressure monitor, we were unable to show that the STIC monitor was a reliable way of measuring IAP when compared with the insufflator. However, there were several limitations to our study that should be considered. First, during 2 of the measurement sessions, there were some challenges in properly zeroing the STIC monitor. These patients were excluded from our analysis which decreased our sample size. To protect the sterile surgical field, extension tubing was added to the Stryker monitor that may have affected the measured IAP. In addition, there were some rapid fluctuations in the insufflator pressure recording, creating further challenges in simultaneously recording the 2 measurements at end-expiration. The insufflator may not be a true "gold standard" for comparison as insufflator pressures have been shown to be affected by insufficient patient anesthesia, external pressure on the abdomen, and trocar manipulation.^[@bibr16-2054358119892695]^ We are also unable to comment on IAP during bedside or radiologic insertion of PD catheters as these procedures are not practiced at our center.

Future studies with a larger sample size should be used to explore the possibility of measurement errors in a small number of patients being responsible for our results. We chose to assess the STIC monitor during PD catheter insertion so that a comparator IAP measurement was available. Other opportunities to simultaneous measure IAP with the STIC monitor in chronic PD patients such as during Foley catheter use may be of value.

Conclusions {#section33-2054358119892695}
===========

By Bland-Altman plots and ICCs, the pressure values obtained with the Stryker pressure monitor were not a reliable estimate of insufflator IAP especially at lower pressures. However, there were several limitations to our study, including small sample size and measurement errors that may have contributed to this result. This should be explored in future studies.
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